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Purpose: The goal of the Developing Human Connectome

Project is to acquire MRI in 1000 neonates to create a dynam-
ic map of human brain connectivity during early development.

High-quality imaging in this cohort without sedation presents a
number of technical and practical challenges.
Methods: We designed a neonatal brain imaging system (NBIS)

consisting of a dedicated 32-channel receive array coil and a
positioning device that allows placement of the infant’s head

deep into the coil for maximum signal-to-noise ratio (SNR). Dis-
turbance to the infant was minimized by using an MRI-
compatible trolley to prepare and transport the infant and by

employing a slow ramp-up and continuation of gradient noise
during scanning. Scan repeats were minimized by using a

restart capability for diffusion MRI and retrospective motion cor-
rection. We measured the 1) SNR gain, 2) number of infants with
a completed scan protocol, and 3) number of anatomical

images with no motion artifact using NBIS compared with using
an adult 32-channel head coil.
Results: The NBIS has 2.4 times the SNR of the adult coil and

90% protocol completion rate.
Conclusion: The NBIS allows advanced neonatal brain imaging

techniques to be employed in neonatal brain imaging with high
protocol completion rates. Magn Reson Med 78:794–804,
2017. VC 2016 The Authors Magnetic Resonance in Medicine
published by Wiley Periodicals, Inc. on behalf of Internation-
al Society for Magnetic Resonance in Medicine. This is an
open access article under the terms of the Creative Com-
mons Attribution-NonCommercial-NoDerivs License, which
permits use and distribution in any medium, provided the
original work is properly cited, the use is non-commercial
and no modifications or adaptations are made.
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INTRODUCTION

The goal of the Developing Human Connectome Project
(DHCP) is to use MRI to create a dynamic map of human
brain connectivity during an early period of human brain

development from 23 to 44 weeks (wk) postconceptual age

(PCA). The project will study 1000 neonates including

those born preterm. Studying this fragile and inherently

uncooperative population presents a number of technical

and practical challenges (1,2). Many neonatal research

MRI centers perform neonatal brain imaging using adult

head coils, which produce suboptimal signal-to-noise ratio

(SNR). Dedicated close-fitting receive array coils have been

shown to improve SNR in neonatal and pediatric imaging

(3). Although these coils provide increased SNR, they cre-

ate challenges for handling the infant and positioning the

head within the smaller space of the neonatal coil. Further-

more, achieving sufficient immobilization of the infant’s

head and the provision of acoustic protection within the

neonatal coil without compromising SNR can also be a

major problem. In the past, many studies of neonates

employed sedation, which can greatly increase examina-

tion completion rates and reduce motion artifact. The use

of sedation to image neonates for the purpose of research is

becoming increasingly difficult to justify (4–6) and sub-

jects studied within the DHCP will be imaged during natu-

ral sleep. In addition, research MRI protocols tend to have

relatively longer acquisition times (7) than clinical exami-

nations and high acoustic noise due to the use of high gra-

dient scans such as diffusion MRI (dMRI) increase

vulnerability to motion artifacts, which very often lead to

early termination of the scan protocol (6).
To acquire high-quality imaging without sedation

requires careful consideration of image acquisition,

infant handling, monitoring, immobilization, and man-

agement of acoustic noise. We therefore specifically

designed a neonatal brain imaging system (NBIS) for the

DHCP. The system consists of a joint design of a dedicat-

ed 32-channel receive array coil and positioning device

that allows placement of the infant’s head deep into the

coil for maximum SNR with minimum disturbance to

the infant. Dedicated slim immobilization pieces were

developed to hold the infant’s head and reduce gross

motion without compromising SNR. A key innovation is

the development of a transport system that allows the

infant to be prepared and sufficiently settled into natural

sleep while away from the scanner, then placed in situ

for scanning with minimal further disturbance. To facili-

tate this, a dedicated MRI compatible trolley was devel-

oped to transport the positioning device with the infant

on board. The positioning device and head coil sit

securely on a frame on the scanner bed and are sur-

rounded by an acoustic hood. To further reduce the neg-

ative effects of gradient noise, scanner software was

modified to create a slow ramp-up and continuation of
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gradient noise throughout the scanning procedure, there-

by reducing the disturbing characteristic stop-start noise

pattern in conventional MRI protocols. In addition, we

also developed robust retrospective motion correction

reconstruction techniques to correct for motion artifacts

and a restart capability to allow long dMRI scans to be

interrupted in order to resettle infants if required with-

out having to restart the whole acquisition (8).

To assess the performance of the new neonatal system,
we investigated 1) the SNR gain of the neonatal 32-
channel head coil, 2) the number of infants with complet-
ed scan protocol, and 3) the number of anatomical images
with no motion artifact compared with using the scanner
manufacturer supplied adult 32-channel head coil.

Design Considerations

Design of the NBIS involved a number of interacting fac-
tors, which were collected together under the following
headings: (a) head coil, (b) infant positioning, (c) immo-
bilization, (d) transport, and (e) gradient noise. The
detailed design considerations for each of these items are
shown in Table 1.

Design Solutions

Neonatal Head Coil

To maximize SNR and support accelerated imaging, the
coil should be as close fitting as possible and have as
many channels as feasible, while retaining the load-
dominated condition (3). Given that infants across a
range of postconceptual ages needed to be studied, a key
parameter was the maximum head size to be accommo-
dated. We therefore sought a robust estimator of the max-
imum diametric lengths for the oldest infants in the
target age group and adopted the 95th percentile. Meas-
urements were made of anterior–posterior (AP), right–left
(RL) and inferior–superior (IS) diameters on previously
acquired magnetization-prepared rapid gradient-echo
(MPRAGE) brain images on 91 term-born infants (age
range at scan, 38.14–44.42 wk. The AP diameter was
measured from the nasion to the occiput, on the mid-
sagittal slice (Fig. 1a, horizontal blue line). The RL diam-
eter was determined by measuring biparietal diameter at
the widest point on the mid coronal view (Fig. 1b, blue
arrow) and the IS diameter was measured from the tip of
the skull to the body of the third cervical vertebrae on
the mid-sagittal slice (Fig. 1a, vertical blue line). The
resulting 95th percentile head dimension values taken

Table 1
Design Considerations for Each Element of the NBIS

1. Head coil
Coil should be as small as possible consistent with scanning

a wide age range 23–44 wk GA
Maximize SNR

Accommodate respiratory aids
Perform accelerated imaging
Easy and safe to position over infants head

2. Positioning
Allow preparation of the neonate away from the scanner
with minimal subsequent disturbance

Hold infants in a secure position
Position the head optimally within the coil

Minimise handling of infant during positioning
Facilitate use of life monitoring equipment
Easy access in an emergency

Safe and easy to handle
3. Immobilization

Minimise gross motion of infants head and body
Slim fitting
Comfortable

Accommodate acoustic protection
4. Gradient noise

Reduce startling effects of the scan sequences
Reduce stop-start noise in scan sequences
Attenuate acoustic noise within the bore of the magnet

5. Transport
Transfer infant to scanner bed
Easy to manoeuvre and secure in the stop position

Limited storage space for projectile safety
MR compatible

Assist in keeping the infant asleep

FIG. 1. MPRAGE midsagittal (a) and coronal (b) views of the neonatal brain. AP measurements were taken from the nasion to the occi-

put on the midsagittal slice as shown by the horizontal blue line in panel a, and an IS measurement was taken from the top of the skull
to the body of the third cervical vertebra as shown by the vertical blue line in the midsagittal slice (a). RL head size was estimated by

measuring the biparietal distance (b, blue horizontal line).
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for design purposes were: 145 mm (AP)� 120 mm (RL)�
130 mm (IS). Once other design factors relating to coil
mechanics and infant handling were considered, the
final coil elements were placed on a surface specified
with each diameter increased by 10 mm. The final
dimensions of the head coil were therefore 155 mm AP,
130 mm RL (Fig. 2b), and 140mm IS (Fig. 2c). The num-
ber of channels was set at 32, which was the maximum
available on the standard interface of the MRI scanner
being used. A 2-cm2 notch at the coil’s open end was
added to accommodate respiratory aids (Fig. 2c, green
arrow).

Positioning Device

Our previous practice was to start with a sleeping infant,
positioned within the adult head coil. Life-monitoring
devices (temperature, peripheral oximetry, electrocardio-
gram, and respiratory monitor) and auditory protection
(earplugs molded from a silicone-based putty (President
Putty; Coltene/Whaldent, Mahwah, New Jersey, USA)
placed in the external auditory meatus and neonatal ear-
muffs (MiniMuffs; Natus Medical Inc., San Carlos, Califor-
nia, USA) were then applied. No other sound attenuation
device, such as an acoustic hood, was used. Swaddling
and immobilization of the body was achieved using an
air-evacuated beanbag. Foam padding was then placed
around the infant’s head to prevent gross motion. These
elements are essential, but the process was apt to disturb
the infant, cause temperature loss during preparation and
use up valuable sleep time. For the NBIS, we therefore
sought to complete all preparation steps first, away from
the MRI suite with the mother, a more favorable condition
for settling the infant (1,2). This introduced two chal-
lenges: 1) how to achieve the final required position with-
in a small dedicated head coil in the MRI scanner bore
and 2) how to ensure safe transport of the finally posi-
tioned and immobilized infant.

The solution was a rigid but lightweight protective
“shell” (Fig. 2a(iii), 2d) that facilitates infant positioning,
allows safe transfer of the infant that docks easily with the
head coil (Fig. 2a(i)), and remains at the MRI device. Its
purpose is to prepare and securely hold the infant, allow-
ing the user to position the head deep into the head coil
with virtually no disturbance to the sleeping infant.

The shell consists of a spheroidal headpiece (Fig. 2e)
and v-shaped base section to support the infants’ body
(Fig. 2d). The headpiece is shaped to precisely match
the inner surface of the head coil so that correct posi-
tioning within the former guarantees correct positioning
within the latter (Fig. 2f). By minimizing the thickness
of materials used and using a rail system to achieve pre-
cise alignment (Fig. 2g), the distance from the inner sur-
face of the headpiece to the coil elements was kept to
<5 mm.

The v-shaped base of the shell starts at 1 cm below the
lower inner surface of the headpiece to allow space for a
vacuum-evacuated bag filled with polystyrene beads.
When finally positioned, the inner surface of the vacuum
bag molds to the infant’s body, holding it in a fixed posi-
tion, while the outer surface molds to the v-shaped base,
preventing lateral movement of the body independent of

the head. To one side of the base there is a dedicated space
to secure an oxygen saturation monitor and battery box
(Fig. 2d, green arrow). This allows the user to manually lift
the infant and shell with vital sign monitoring securely in
place.

Once the infant is positioned and secured in the shell,
safe handling is achieved by grasping the centrally

FIG. 2. Three components of the NBIS, consisting of (a(i)) the neo-
natal head coil, (a(ii)) the frame, and (a(iii)) the positioning shell. (b)

End view of the neonatal head coil showing the AP and RL diame-
ter of the coil (black arrows). (c) Top view of the coil. The black
arrow denotes the IS length of the coil; the green arrow indicates

a 2-cm2 gap for respiratory aids; (d–f) Positioning shell, consisting
of a v-shaped base and a round headpiece with a pocket for the

saturation monitor (d, green arrow). The base of the shell has
grooves that allows it to be placed securely on the rails of the
frame (e, red arrow). The headpiece has three openings for posi-

tioning and viewing the final position of the infant’s head (e). (f)
The distance between the headpiece and the coil is <5 mm to
preserve SNR. (h) NBIS system on the scanner table top. (i)
Acoustic hood in situ over the NBIS before positioning the infant
in the scanner.
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located handlebar at the foot end of the shell and placing
a hand under the headpiece, which has an anti-slip matt
surface. This allows the user to safely control the infant’s
head and body within the shell when lifting.

The coil and shell with the infant both sit on a heavy
scanning base frame featuring a pair of rods that act as
guide rails (Fig. 2g). Handles on either side of the frame
allow it to be easily lifted on and off the scanner table-
top. The coil is free to slide along the rails between end
stops and can be locked in place with a pair of cam fix-
ings. The coil remains on the frame. The shell is placed
onto the rails between its locating end stops. It has slots
in its base so that it self-centers when lowered into
place (Fig. 2e, red arrow). When in position on the
frame, the v-shaped section has a 2 � IS incline upward
toward the head so that the infant does not lay
completely flat, minimizing gastro-esophageal reflux fol-
lowing feeding. All life monitoring can then be con-
nected and checked for correct function. The head coil
smoothly slides over the head section of the shell to a
final preset fixed location, where it is locked into place.
An acoustic hood is then placed over the assembly

before the final movement to the magnet isocenter in the

scanner bore (Fig. 2i).

Immobilization

Due to the close fitting nature of the headpiece of the

shell, foam padding such as that used previously to

immobilize the head could not be used. Therefore,

specifically designed thin immobilization devices were

created to consistently position the head within the

headpiece and reduce head motion (Pearltec, Zurich,

Switzerland). These devices are made from thin sheets

of microbial-resistant thermoplastic polyurethane that

satisfy clinical infection control requirements. Each

device consists of a bead-filled pad that conforms to

the shape of the infants’ head (Fig. 3a, orange arrow)

backed by an inflatable air pocket (Fig. 3a, 3b, 3d,

black arrows) that flexibly fills any remaining gap to

the headpiece. These are positioned over the ear

acoustic protection (Fig. 3a, 3c, green arrows) to

reduce RL motion, and are simultaneously inflated

using separate hand pumps (Fig. 3b, red arrow)

FIG. 3. Specially designed positioning and immobilization devices. (a, b) The devices consist of bead-filled cushions (orange arrows)
backed by an inflatable air cushion (black arrows). Immobilization devices that sit over the ear muffs (a, green arrow) with an air pump

(b, red arrow) allow fine control of head position and comfort. A positioning cushion (b) sits under the base of the neck of the infant.
Inflation of this cushion allows fine control of the AP tilt of the infant’s head. (c) Positioning of the ear immobilizers over the mini-muffs
(green arrow). (d) Immobilizers in situ with the inflated air pocket (black arrow).
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allowing fine control to ensure both immobilization

and comfort. The side cushions are 14 mm thick when

deflated and can expand to 23 mm. An additional

cushion is placed under the shoulders below the base

of the neck (Fig. 3b). Inflating this cushion allows the
user to change the AP tilt of the head without han-

dling the infant.

Transport

A dedicated MRI compatible trolley was created to trans-

fer the positioning shell with the infant in situ to the

MRI scanner bed (Fig. 4a). The skeletal nature of its
design ensured that any non-MRI compatible devices

placed on the trolley would be clearly visible and identi-

fied for removal before entering the magnet room. The

trolley has a pair of rails identical to those on the MR

scanner table base frame, so that the shell is securely

held in place (Fig. 4b), but can be transferred on and off

the trolley without disturbing the infant. The rails are
held in an articulated structure with a locking mecha-

nism (Fig. 4b(i), 4b(ii)). When locked, the shell is held in

a fixed position, but it can be released to allow the shell

to be gently rocked forward and backward to pacify the

infant. The trolley has soft rubber wheels with brakes

that are held locked unless manually released by
depressing handles for steering the trolley (Fig. 4a(i)).

This ensures that when not in motion, the trolley is in a

secure stop position.

Gradient Noise

To avoid sudden sound changes that might disturb the

infant’s sleep, the MRI scanner software was modified to

introduce a user defined start-up period for all scans

(Gyrotools, Zurich, Switzerland). During the start-up

phase, the sequence gradients are played out repeatedly

with amplitude increasing linearly in time from zero to

the required operating point. No radiofrequency pulses

are applied during this period. Tests performed with

pediatric populations have shown that during MRI, a

slow ramp-up in acoustic noise is effective at avoiding a

startle response (9). In this study, a 5-s ramp-up period

was used.

Preparation of the Shell and Infant Positioning

Details of the preparation of the shell are shown in Sup-

porting Video S1. The shell is placed on top of the trol-

ley with an oxygen saturation-monitoring box in situ. A

vacuum bag and a neonatal slide sheet are positioned on

top of the v-shaped base. A specially designed cotton

wrap sheet that contains a pocket extension with a pull

tag at the head end is placed on top of the slide sheet.

The pull tag is placed through the bottom hole of the

headpiece (Fig. 2e). Soft, thin (0.5 cm) foam padding and

the neck/shoulder cushion are then placed into the pock-

et of the wrap sheet.

FIG. 4. NBIS MRI-compatible trolley (a) with the shell in situ (b). (a(i)) The green circle and green arrow indicate a close-up of the break-

ing system whereby the trolley can only move once the lever is depressed. The rails on which the shell sits is identical to the rails on
the NBIS frame that sits on the scanner bed. The frame can be locked (b(i)) and unlocked (b(ii)) to allow the shell to rock backward and
forward to settle the infant.
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Before feeding, the infant has cardiac monitoring devi-
ces and ear defenses in situ and a fiber optic temperature
probe (InVivo, Best, Netherlands) fixed into its axilla
with micropore (3M, Maplewood, Minnesota, USA).
Once asleep, the infant is then placed on the wrap sheet,
with its head placed on the rectangular pocket near the
headpiece of the shell. The oxygen saturation probe is
attached to the infant’s foot. The infant is then wrapped
and the immobilization pieces are gently held to the
infant’s head and is allowed to settle. The infant’s head
is then glided into the headpiece (Supporting Video S2)
by pulling on the tag of the wrap sheet. A second person
gently guides the head to ensure it is not bumped. This
allows safe positioning with virtually no disturbance to
the infant and no stress applied to its neck. The addi-
tional holes in the headpiece (Fig. 2e, 2f) allow visual
confirmation that the head is positioned as close as pos-
sible to the top of the shell headpiece ensuring maxi-
mum SNR.

Once the infant’s head is in position, the inflatable
cushions under the base of the infant’s head and over the
acoustic ear protection are inflated until the head is in a
neutral position so that motion is reduced. The body of
the infant is then immobilized by gently wrapping the
vacuum bag around the infant and applying suction.

Using the trolley, the infant is then transferred to the
scanner bed and the shell with the infant on board is
lifted and placed on the frame. The head coil is posi-
tioned over the headpiece and secured into place. Once
vital sign monitoring is satisfactory, an acoustic hood
(Fig. 2i) is placed over the shell and the infant is posi-
tioned into the scanner bore.

During the design process of the NBIS, there was also a
review of what actions to take in the event that an infant
wakes up. Previous practice was to try to resettle the
infant by whatever means were appropriate at the time,
which could include a gloved fingertip to suck on, or
with parental permission, use of a pacifier and sucrose. In
some cases the infant was removed from its position and
resettled. With NBIS, a much more standard approach
has been adopted. If an infant wakes up, the soothing
devices described above are given but without any han-
dling of the infant (i.e., the infant remains in situ).

METHODS

The performance of the NBIS was tested against the per-
formance of the conventional infant scanning using the
adult head coil and evaluated using the following crite-
ria: 1) differences in SNR, 2) number of infants with a
fully completed protocol, and 3) number of images with
no motion artifacts on the sagittal MPRAGE and axial T2
turbo spin echo (TSE).

The MPRAGE acquisition parameters used for the
adult coil were as follows: pulse repetition time (TR)/
echo time (TE)¼ 17/4.6 ms, inversion time (TI)¼ 1465
ms, flip angle¼13 �, acquired voxel size¼ 0.82�0.93�
1.0 mm, number of slices¼240, field of view (FOV)¼
210� 157� 120 mm, time¼7.45 min; parameters used for
the neonatal coil were TR/TE¼ 11/4.6 ms, TI¼ 713 ms,
flip angle¼ 9, acquired voxel size¼ 0.8� 0.8� 0.8 mm,
number of slices¼ 135, FOV¼ 145� 145� 108 mm,

SENSE factor¼ 1.2, time¼ 4.35 min. The T2 TSE acquisi-
tion parameters used for the adult coil were TR/

TE¼ 14473/160 ms, acquired voxel size¼ 1.14�1.14�
2 mm, slice gap¼�1 mm, TSE factor¼ 16, number of
slices¼ 92, profile order¼ linear, sense factor¼2, time-

¼ 3.22 min; parameters used for the neonatal coil were
TR/TE¼ 12,000/156 ms, acquired voxel size¼ 0.8� 0.8�
1.6 mm, slice gap¼�0.8 mm, TSE factor¼12, number of
slices¼125, profile order¼ asymmetric, sense factor¼2.1,

time¼ 3.12 min.
All phantom and in vivo imaging was performed on a

Philips Achieva 3T magnet at the Evelina Newborn Imag-
ing Center at St. Thomas Hospital (London, UK). Written

informed parental consent was obtained prior to
scanning.

SNR Gain

SNR Evaluation: Phantom

An experiment was performed to assess the possible
SNR gain of the 32-channel neonatal coil compared with
a 32-channel adult receive array (Philips, Best, Nether-

lands). Both coils were used to scan a dedicated phan-
tom designed to fit the neonatal coil. The phantom was
3D-printed from nylon using selective laser sintering and
was formed from two halves, each of which included a

threaded section, so that they could be screwed together
and glued to achieve a water-tight join. A filling spout at
the top could be plugged with a rubber bung containing

an injection membrane for final top-up using a syringe.
Its outer shape matched the headpiece of the shell. It
had 10-mm-thick walls, and the interior surface was var-

nished to ensure water-tightness (Fig. 5(iii)). The phan-
tom was filled with physiological saline (0.9%), doped
with Gadovist to achieve a T1 of approximately 300 ms.
For SNR evaluation of the adult coil, the phantom was

placed in its geometrical center, supported by foam
padding.

A 3D spoiled gradient echo sequence was acquired
(FOV¼ 140�140�140 mm, resolution¼1� 1� 1 mm,

TE¼ 6 ms, TR¼30 ms, flip angle¼ 30 �, bandwidth¼
200 Hz/pixel). The raw k-space data were exported and
reconstructed offline. Individual complex images for each

coil element were reconstructed by simple Fourier trans-
form and combined by taking the sum-of-squares. SNR
maps were created by dividing the sum-of-squares image
by the average of the noise signal in a background region

of interest. This process was repeated for both coils. A cor-
rection factor may be applied to the mean of the absolute
noise signal to convert this to the standard deviation of

the unrectified noise, but this was not applied, because it
was common to both measurements being compared.

SNR Evaluation: Infant Brain

In vivo evaluation of SNR was obtained by performing a

dMRI acquisition (TR¼7856 ms, TE¼49 ms, voxel
size¼ 2� 2�2 mm, FOV¼ 224� 224� 98 mm, number of
directions¼32, maximum b factor¼750 s/mm2) on two

infants. The first infant was imaged at 44þ 3 wk PCA, age
at birth 40þ1 wk using the 32-channel adult head coil,
and the second infant was imaged at 43þ 2 wk PCA, age at
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birth 41þ 2 wk using the 32-channel neonatal coil. The

SNR in both data sets were ascertained using Image J soft-

ware v1.49 (National Institutes of Health, Bethesda, Mary-

land, USA). A mask of the B0 image was created and the

mean and standard deviation of the signal across all vol-

umes in both dMRI data sets was estimated.

Acoustic Noise Attenuation

Infants scanned using the adult coil and the NBIS both

had the same ear protection described previously. Howev-

er, for NBIS we employed an acoustic hood. We were not

able to reliably compare measurements of the noise atten-

uation for the NBIS and the adult coil because precise

results depend heavily on consistency of the microphone

position. We therefore measured the sound attenuation

with and without the hood as a function of frequency. The

test was performed using the DHCP multiband (MB) func-

tional MRI (fMRI) sequence, because it has more consis-

tent nonvarying noise levels. A Castle GA221 MR-

compatible microphone (Castle Group Ltd, Scarborough,

UK) was placed pointing in an RL orientation at the iso-

center of the magnet and at the center of the hood. The lev-

el of noise (dBA) generated at each octave band was

measured for the open bore and with the hood in situ.

MR Protocol Completion and Motion Artifacts

A retrospective assessment was performed on infants

imaged previously using the 32- channel adult head coil

and with the new neonatal system.

Subjects

Adult Coil

From December 18, 2013, until November 17, 2014, 243

infants underwent an MRI of the brain using a Philips

32-channel adult head coil. Only term-born infants who

underwent imaging without sedation were included in

the analysis (n¼ 68). Infants were positioned in the adult

head coil and were monitored and immobilized as

described previously. Once in position, and once vital

sign monitoring was stable, the MRI scan protocol was

started (Table 2). The number of infants with a complet-

ed MRI protocol and images with no overt motion arti-

facts was ascertained.

NBIS with Dedicated Neonatal Coil

Between February 6, 2015, and November 17, 2015, 171

infants underwent brain MRI using the NBIS. Only term-

born infants imaged without sedation were included in

the analysis (n¼ 132). The infants were prepared as

described in the “Preparation of the Shell and Infant

Positioning” section in this article. The number of

infants with a completed full MRI protocol and images

with no overt motion artifacts was ascertained.

Imaging

The MRI protocol and the time taken to perform each

sequence on each coil are shown in Table 2.

FIG. 5. (a) Uniform SNR for a phantom in the adult coil. (b) Enhanced SNR results for the phantom in the neonatal coil. (i, ii) The SNR
gain is evident in DTI images performed in term babies with greater contrast-to-noise ratio in the cortex for the infant imaged in the neo-

natal coil (ii) compared with the adult coil (i). (iii) Image of the phantom used to assess the SNR in each coil. A, anterior; I, inferior; L,
left; P, posterior, R, right.
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Assessment of Motion

Motion on T2 TSE axial and sagittal MPRAGE data was

assessed by an experienced radiographer using RView

image display software (https://biomedia.doc.ic.ac.uk/

software/). Visual inspection was performed on the

images in the native and orthogonal planes. Small and

gross motion artifacts were detected by observing dis-

rupted slices in the orthogonal views for the T2 TSE axi-

al (Fig. 6) and motion artifacts on the MPRAGE. Only

images with no disrupted slices visible in any plane

were regarded as having no motion.

RESULTS

The design outlined above resulted in a coil and infant

handling specification that was built by Rapid Biomedi-

cal (Rimpar, Germany). The coil was tested by Rapid

Biomedical for safety, including radiofrequency safety

modeling and was CE (Conformit�e Europ�eene) marked.

SNR Evaluation

The results of the phantom SNR experiments are shown

in Fig. 5. The SNR of the adult coil is relatively uniform

across the phantom compared with the neonatal coil,

which shows greatly enhanced SNR local to the receive

elements, with a maximum enhancement factor of

approximately 4. In the center of the phantom, the SNR

enhancement is approximately 1.5. Averaged across the
whole phantom the SNR is improved by a factor of 2.4.

A typical dMRI using the neonatal head coil compared
to the adult head coil is shown in Fig. 5. A 1.55 factor
increase in SNR was seen using the neonatal coil and as
a result, greater contrast between the gray/white matter
border was more visible in the acquired images.

Acoustic Noise Attenuation Evaluation

The acoustic hood produced an overall reduction in
noise level of 10.6 dBA at a midrange frequency of 1
kHz, with a maximum attenuation of 17.5 dBA at the
higher frequency of 4 kHz. A graph showing the noise
level at different octaves with and without the hood and
the total attenuation provided by the hood can be seen
in Supporting Figures S1a and S1b, respectively.

Performance of the NBIS

Of the 132 infants (median 40þ 2 wk PCA at scan; age
range, 36þ 5 to 43þ3 wk) included for analysis, three
parents requested that scanning be stopped before com-
pletion of the protocol due to their own anxiety. Scan-
ning was stopped on two occasions due to incidental
findings that required more detailed clinical examina-
tion. A further two studies were incomplete due to tech-
nical errors. Hence, a total of 125 term-born unsedated
infants had MRI research scans that were not interrupted
due to outside influences. Of these, 36 infants awoke
during scanning, but 24 of these were resettled and the
protocol was completed. Interrupted scans in all cases
were repeated. This yielded a total of 113 (90%) term-
born infants that successfully completed the scanning
protocol using the NBIS.

All 132 infants underwent both MPRAGE and T2 TSE
imaging. No motion was evident on 58 (44%) MPRAGE
images and 70 (53%) T2 TSE images.

Performance of Imaging on the Adult Head Coil

Of the 68 infants imaged without sedation (median
41þ1 wk PCA at scan; age range, 37þ 2 to 46þ4 wk),
one scan was stopped before completion at the parents’
request. Thirty-six infants woke up during the scanning
protocol, two of whom were resettled and the protocol
completed. This yielded a total of 34 infants out of 67
(51%) who completed the imaging protocol. The average
PCA at scan on the adult coil (41þ 4 wk), was signifi-
cantly higher than the average age at scan for NBIS
(40þ4 wk).

All 68 infants had MPRAGE and T2 TSE imaging. No
motion was detected on 30 (44%) of MPRAGE images
and 34 (50%) of the T2 TSE images.

A graphical summary of the performance of the NBIS
compared with the adult head coil can be seen in Fig. 7.

DISCUSSION

The goal of the DHCP is to acquire high-quality structur-
al MRI, fMRI, and dMRI to create the first four-
dimensional connectome of the brain in the critical peri-
od of brain development. These subjects constitute a vul-
nerable cohort for which MRI of the brain presents a

Table 2
MRI Protocol and Cumulative Time Taken to Perform Each

Sequence on the Adult Coil and the Neonatal Coil

Time from Start of Examination

Adult coil
Pilot 00:00:0
Reference 00:00:31
T2 TSE axial 00:01:05

MP-RAGE sagittal 00:04:27
DTI shell 1 00:12:08

B0_PA 00:17:49
DTI shell 2 00:18:43
rsfMRI 00:32:31

End time 00:39:04
Neonatal coil

Pilot 00:00:00

reference 00:01:00
B0 map 00:01:25

B1 00:01:45
T2 TSE axial 00:01:49
MP-RAGE sagittal 00:05:01

T2 TSE sagittal 00:09:36
SE_fMRI 00:12:48

SB_fMRI 00:14:00
MB_fMRI 00:14:19
SB_fMRI_rep 00:29:23

SB_DTI 00:29:42
MB_DTI 00:31:31

B0_shim_map 00:50:51
T1_TSE_IR_axial 00:51:11
T1_TSE_IR_sagittal 00:56:56

End time 01:03:13

Abbreviations: B0_PA, reversed-phase encoded B0; DTI, diffusion

tensor imaging; IR, inversion recovery; rsfMRI, resting state func-
tional MRI; SB, single band; SE_fMRI, spin echo functional MRI.
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number of technical and practical challenges. We specifi-
cally designed an NBIS consisting of a joint design of a
close-fitting 32-channel phased array coil and a position-
ing device to fulfill the aims of the DHCP. The coil deliv-
ers approximately double the SNR averaged over the
neonatal brain volume compared with the standard adult
32-channel head coil. The positioning system allows for
both consistent placement of the infants’ head deep into
the head coil to gain maximum SNR benefit, and
enhanced infant preparation capabilities. When com-
pared with the traditionally used arrangement involving
the adult head coil, the NBIS provides a substantially
increased completion rate of the imaging protocol, as
well as a decreased number of disturbances related to
the infant waking up during the scan procedure.

Close-fitting receive array coils have demonstrated
superior SNR gain for pediatric imaging compared with
adult head coils (3). The performance of our neonatal 32-
channel receive array coil was consistent with this earli-
er result, with an average SNR gain factor of 2.4 com-
pared with the adult coil and the greatest SNR gain
factor of approximately 4 in regions closest to the receive
elements. The benefits of improved SNR are numerous
in neonatal/infant MRI and include the ability to acquire

FIG. 6. Three examples of axial T2 TSE and MPRAGE images uploaded on RView. Example (i) shows no evidence of motion on the
acquired T2 axial (i)(a), and there are no disrupted slices in the two orthogonal T2 planes (i)(b) and (i)(c). These images were determined

to have no motion. Example (ii) had evidence of minor motion artifact present on the coronal (ii)(b) and sagittal planes (ii)(c). Example
(iii) had gross motion artifact on the coronal and sagittal planes (iii)(b) and (iii)(c) and axial MPRAGE (iii)(d). Motion evidenced by dis-
rupted slices in the T2 orthogonal views are indicated by the green arrows. Example of no motion on MPRAGE were as in example

(i)(d), moderate motion in row (ii)(d), and gross motion in row (iii)(d).

FIG. 7. Performance of the NBIS compared with the adult head
coil. The neonatal system had a greater number of infants with a
completed protocol and fewer interruptions due to the infant wak-

ing than using the adult coil. There was little to no difference in
the number of images with evidence of motion artifact on T2 TSE

and MPRAGE images.
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anatomical sequences at higher resolution (0.8 mm3), the
reduction of partial voluming effects (10) allowing
improved anatomical segmentation (11,12), and an
improved sensitivity profile that allows more robust
motion correction techniques to be employed (13,14).
In addition, echo planar imaging (EPI) sequences such as
those used for dMRI and fMRI can be accelerated signifi-
cantly using simultaneous multislice methods (15–18)
with higher multiband (MB) factors as unfolding of
aliased slices depends on localized coil sensitivities
(19,20). The DHCP EPI protocol uses MB factor 9 for
fMRI (20) and MB factor 4 for dMRI (8). In addition, for
dMRI it permits the use of high b-values for improved
characterization of the movement of water with high
angular resolution to better delineate crossing white mat-
ter fibers in the brain (8).

The benefits of using a close-fitting receiver coil are
inevitably accompanied by practical challenges. Position-
ing the head of a sleeping infant deep into the neonatal
head coil required careful design consideration. The per-
formance results for the neonatal system show that over
70% of scans during the DHCP protocol are performed
with no disturbance to the infant, and 90% of the infants
completed the full imaging protocol. This was a substan-
tial improvement over our previous imaging protocol in
unsedated infants performed on an adult head coil. We
attribute this increase in success rate to our strategy of
allowing the infant to fall asleep under more favorable
circumstances and minimizing the amount of distur-
bance prior to commencing the scanning protocol. The
“shell” with the immobilization devices allows final
positioning with the minimum amount of handling. Ear-
ly settling of infants before the start of the scan is consis-
tent with that reported in other studies (1,21). We found
that over half the unsedated term-born neonates woke up
one or more times during the MRI procedure before
implementation of the NBIS. Other studies that followed
a similar protocol for infant preparation also found that
nearly half of unsedated infants wake up during the MRI
protocol (2), with shorter clinical studies reporting
approximately 30% disturbance (22).

In this study, we combined minimal handling and
preparation outside the scanner with a slow ramp-up in
scanner noise and an acoustic hood designed to reduce
acoustic disturbances. Noise that abruptly changes in
sound level or intensity in a nonprogressive manner is
much more likely to result in arousal and waking (9).
This effect is far more obvious when there is a change
from silence to noise, as only two infants in the study
awoke after a scan was completed; all others (n¼34)
woke up at some point during the scan. During initial
testing, slow ramping of the gradients appeared to mark-
edly reduce the startle responses associated with the
sudden sound level changes during conventional start/
stop MRI examinations. However, we have not per-
formed group studies in which the contributions from
gradient ramping and the NBIS preparation process were
separated, thus we can only conclude that their combi-
nation was highly effective in increasing the successful
rate of completed scan protocols in longer research -
based MRI protocols, without being able to attribute spe-
cific benefits to the two elements.

There is a distinction between keeping the infant

asleep so that the imaging examination can run to com-

pletion and the risk of movements during natural sleep,

which will produce motion artifacts. Although the scan

protocol completion rate was significantly increased

with the NBIS, the number of images with movement

artifacts did not significantly differ from imaging per-

formed on the adult head coil. Approximately 50% of

structural images had motion artifacts. A similar study

also found that unsedated neonatal MRI brain scans

(n¼ 152) with motion attenuation devices resulted in

approximately 50% of scans with excellent quality with

respect to motion artifact (21). Immobilization of the

infant’s head cannot be too restrictive, because this will

become uncomfortable for the infant, who may become

distressed and awaken sooner. These results suggest that

motion during natural sleep in infants is a characteristic

feature for neonatal imaging and necessary for continu-

ing comfort throughout the scan. The immobilization

therefore serves to restrict gross motion and changes in

global positioning of the head while allowing some

motion in order to maintain comfort.
Addressing motion by repeat imaging is time-

consuming and runs the risk of termination of the proto-

col due to time constraints and the infant waking up.

Neonatal protocols can thus benefit hugely from robust

motion correction methods that result in artifact-free

images without scan repeats. Prospective movement

detection using optical or other methods would be possi-

ble but is challenging when a close-fitting receiver coil is

used, and many such systems also require markers to be

affixed to the face (23). Prospective methods that do not

require external markers use navigators (24). These meth-

ods require changes to the sequence structure that can

decrease efficiency and also add complexity. For the

DHCP, a retrospective data-driven approach has been

adopted that exploits the highly localized properties of

the individual coil elements in the neonatal coil to

achieve estimates of positional change that are then cor-

rected (13). Using this approach, it has been possible to

recover virtually artifact-free images from all the anatom-

ical scans that ran to completion.

CONCLUSION

The dedicated neonatal system described here has

allowed advanced neonatal brain imaging with high pro-

tocol completion rates for the DHCP. The system makes

it possible to push the technical boundaries of MRI in

the neonatal brain to attain high-resolution anatomical as

well high MB factor EPI sequences, which were not pre-

viously achievable in neonatal imaging. The positioning

system allows us to exploit the SNR gain capability and

demonstrates substantial benefits for imaging neonates in

natural sleep by minimizing handling and reducing the

startling effect associated with the start of scan sequen-

ces. When combined with retrospective motion correc-

tion to eliminate scan repeats, it has been possible to

achieve near-perfect success rates with artifact-free

images. The system is now being applied to a much wid-

er range of neonatal brain imaging studies.
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SUPPORTING INFORMATION

Additional Supporting Information may be found in the online version of
this article.
Fig. S1. Estimation of noise levels (dBA) with and without the acoustic
hood during a multiband fMRI sequence for the DHCP. (a) Noise level (in
dBA) generated at each frequency with (red) and without (blue) the acoustic
hood. (b) Total attenuation in noise for each octave provided by the hood.
Video S1. Movie demonstrating the equipment and procedure used to pre-
pare the positioning shell for receiving an infant.
Video S2. Movie showing a term-born, naturally sleeping infant being posi-
tioned in the shell before being transported to the MR scanner.
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